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Optical time-domain reflectometer (OTDR) is inca-
pable of providing sensing or diagnostic information
within dead-zones. We use a two-mode fiber (TMF) and
a photonic lantern to completely overcome the main
OTDR’s dead-zone originated from the front facet of
optical fiber. This is achieved via injecting the opti-
cal pulses of the OTDR in the form of the fundamental
LP01 mode, and meanwhile collecting the Rayleigh sig-
nals associated with the higher-order modes. Using the
reported TMF-based OTDR, we accurately sense the po-
sition and frequency of a vibration event located within
the dead-zone, as a proof-of concept demonstration. ©

2020 Optical Society of America

http://dx.doi.org/10.1364/ao.XX.XXXXXX

Optical time-domain reflectometer (OTDR) is a popular in-
strument used to characterize optical fibers [1]. Particularly,
OTDR can measure losses and locate faults along a fiber under
test (FUT). Additionally, OTDR has been deployed in a myriad
of distributed fiber optic sensing systems [2, 3]. For instance,
OTDR-based distributed sensors can measure vibration [4], tem-
perature [5], strain [6], etc., along an optical fiber. Consequently,
OTDR is important for many industrial applications, including
oil and gas industry [7] and structural health monitoring [8].

The available commercial OTDR systems suffer from the ex-
istence of dead-zones along a FUT due to intense Fresnel reflec-
tions generated by fiber front facet, connectors, and other optical
components. The large difference of power between these Fres-
nel reflections and the backscattered Rayleigh light results in
saturating the receiver and creating dead-zones. Depending on
the input optical pulses’ width and photodetector’s bandwidth,
dead-zone is typically tens to hundreds of meters [4]. Within
a dead-zone region, conventional OTDR is unable to provide
any reliable sensing or diagnostic data. For OTDR-based dis-
tributed fiber optic sensing applications, such as distributed
acoustic sensing (DAS), a single and continuous fiber optic cable
is typically deployed [9, 10]. Under this scenario, the distributed
sensor includes an inevitable main dead-zone resulted from the

fiber front facet’s Fresnel reflection. Missing sensing informa-
tion, in even a short section along the optical fiber, is considered
a severe problem for critical applications, such as perimeter
intrusion detection and security using DAS [11].

To encounter the effect of the front facet’s dead-zone, a
dummy fiber, named launch cable, can be added between OTDR
unit and FUT [12]. In this case, the dead-zone occurs within the
dummy optical fiber instead of the FUT, so that near-end events
are more readily detectable. This technique, however, reduces
the maximum sensing range of OTDR system. Additionally,
the dummy fiber should have a protective jacket and correct
connectors on each end which may become very expensive since
one launch cable would be needed for every possible connectors
combination. The connector between the dummy fiber and FUT
might create also another dead-zone within the beginning of the
FUT. Alternatively, the time-correlated single photon-counting
(TC-SPC) OTDR has been reported to overcome the limitations
of dead-zones by detecting the spontaneous Stokes Raman sig-
nal [13]. Unfortunately, the TC-SPC OTDR cannot be used for
sensing applications that rely on Rayleigh scattering. Digital
signal processing (DSP) has also been introduced to discard the
impact of dead-zones [14]; however, DSP-enhanced OTDRs are
relatively complicated systems.

We here use a two-mode fiber (TMF) and a photonic lantern
mode-division-multiplexer/demultiplexer (MUX/DEMUX) to
design an OTDR system free of the dead-zone originated from
the fiber front facet. Although single-mode fiber (SMF) is the
preferred platform for sensing applications, the operation char-
acteristics of SMF-based sensors cannot be easily tuned. Addi-
tionally, it is difficult to deploy a SMF-based sensor that discrim-
inates multiple sensing parameters. For instance, conventional
SMF-based Brillouin optical time-domain reflectometer (BOTDR)
resolves either strain or temperature along the fiber [2]. Conse-
quently, few-mode fiber (FMF) has recently attracted significant
research interest owing to its unique capabilities which can be
utilized in many applications including multi-parameter [15],
OTDR-based [16], and absorption-based sensing [17]. The re-
ported work here would be significantly beneficial for the emerg-
ing FMF-based optical sensors.

http://dx.doi.org/10.1364/ao.XX.XXXXXX
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A comparison between the typical SMF-based OTDR system
[18] and our reported FMF-based one is shown schematically
in Fig. 1. In the SMF-based OTDR [Fig. 1(a)], optical pulses
are injected through a SMF-based circulator into a SMF under
test. As the fundamental mode (LP01) propagates in the pump
direction along the SMF under test, two different kinds of light
signals are reflected/scattered in the backward direction. The
first signal type is that produced by Fresnel reflections, occur
inside the circulator and at the connector. The second type
of the backward light is the outcome of the elastic Rayleigh
scattering phenomenon occurred along the optical fiber [18]. We
do not include the inelastic Brillouin and Raman scattering in
this study because they are not impacted by dead-zones. Both
of the Fresnel reflections and backscattered Rayleigh signal are
in the form of the LP01 mode which results in creating a dead-
zone at the receiver, as shown in Fig. 1(a). In a multimode fiber
(MMF-) based OTDR, the dead-zone’s effect still exists because
of launching many spatial modes in the pump direction, and
detecting the entire modes in the backward direction.
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Fig. 1. Comparison between the typical OTDR (a) and the
reported FMF-based OTDR (b). Cir., circulator; Connec., con-
nector.

In contrast, our reported FMF-based OTDR is shown in Fig.
1(b) where a photonic lantern mode MUX/DEMUX is added
between the transmitter side and a FMF under test. Assum-
ing the used FMF supports propagating N modes, the mode
MUX/DEMUX should have N input SMF ports and a single
output FMF port [19]. Considering the representative example
shown in Fig. 1(b), we launch the optical pulses from the in-
put port of the LP01 mode such that the mode MUX delivers
the LP01 pulses to the FMF. In the backward direction, Fresnel
reflections originated within the circulator and at the connec-
tor occur only for the injected LP01 mode while the Rayleigh
scattering excites all of the modes supported by the FMF [20].
Since the mode DEMUX decomposes the backscattered Rayleigh
signal into individual modes, the recorded signals associated
with the higher-order modes (LP11a, LP11b, etc.) are dead-zone

free. These higher order modes can offer reliable OTDR function-
alities along the entire FMF, even within the dead-zone region
of the LP01 mode. This design can be generalized such that any
mode can be used for the pulse injection, and the other modes
become dead-zone free.
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Fig. 2. Experimental setup of the typical OTDR-based DAS
designed using a SMF.

To validate our approach, we compare the performances of
two DAS systems designed using the phase-sensitive SMF- and
TMF-based OTDR. Fiber optic DAS is primarily used to detect
vibrations along a FUT using Rayleigh scattering [4]. The exper-
imental setup of the typical SMF-based DAS is shown schemati-
cally in Fig. 2 where a narrow linewidth (100 Hz) laser generates
a continuous wave (CW) light of a 40-mW optical power and a
1535-nm wavelength. Using an acousto-optic modulator (AOM)
driven by a function generator, the CW light is converted into
optical pulses with a 30-ns width and a 20-kHz repetition rate.
The optical pulses are then amplified by an erbium-doped-fiber-
amplifier (EDFA1) to have a ∼30-dBm peak power and next the
pulses are injected throughout a circulator (Cir.1) into a standard
SMF of a ∼2.1-km length. Starting at a ∼2-m separation from
the input port of the SMF, we wind a 2-m section of the SMF
around a vibrating piezoelectric transducer (PZT1) cylinder. The
PZT1’s vibration is located within the front dead-zone of the
OTDR-based DAS. Near the fiber end, a 2-m section of the SMF is
wound around another PZT cylinder (PZT2). Both of PZT1 and
PZT2 are similar and driven with the same function generator
such that they vibrate with identical amplitude and frequency
(5kHz here). As the pump optical pulses propagate along the
SMF, the backscattered Rayleigh signals are guided via the Cir.1
towards another erbium-doped-fiber-amplifier (EDFA2). The
amplified spontaneous emission (ASE) noise of the EDFA2 is
filtered out using a fiber Bragg grating (FBG), and the filtered
signal is respectively detected and sampled with a photodetector
(PD) and a digitizer. Light is managed among the EDFA2, FBG,
and PD using another circulator (Cir.2).

Figure 3(a) shows 10 consecutive Rayleigh traces recorded
along the SMF. At the start of the SMF, a dead-zone in the
Rayleigh signal can be clearly observed which has a high-power
that saturates the PD. In contrast, after the dead-zone, the
recorded Rayleigh traces look normal as expected. Applying
the normalized differential method [10], the PZT2’s vibration
event can be well-located; however, the vibration of PZT1 can-
not be identified because of the dead-zone [Fig. 3(b)]. This is
because when applying the normalized differential method, the
subtractions of the Rayleigh traces equal roughly zero within
the dead-zone, with some random noises at the dead-zone’s
edges, as shown in Fig. 3(c) which presents a zoom-in image
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of the differential signal around the dead-zone. In contrast, the
vibration information of the PZT2’s vibration event can be easily
recognized with respect to the background noise, as illustrated
in the zoom-in image of the differential signal around the PZT2
location [Fig. 3(d)]. For further clarifications, Figs. 3(e) and
3(f) show the power spectra of the PZT1’s and PZT2’s vibra-
tion events, respectively. Spectral broadband noise is measured
within the dead-zone [Fig. 3(e)], while a sharp 5-kHz vibration
is sensed for the PZT2 [Fig. 3(f)]. The results of Fig. 3 highlights
the dead-zone challenge in OTDR-based systems.
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Fig. 3. 10 consecutive Rayleigh traces (a) and vibration posi-
tion information (b) of the typical DAS. Zoom-in images of
the vibration position information around the PZT1’s (c) and
PZT2’s (d) location. Measured power spectra of the PZT1’s (e)
and PZT2’s (f) vibration.

The experimental setup of the other DAS system that com-
prises our reported design is shown in Fig. 4, which resembles
that setup in Fig. 2 with two main differences. Firstly, the FUT
in Fig. 4 is a step-index TMF of a 3.27 V-number at the 1535-nm
operation wavelength. Secondly, between the Cir.1 and the TMF,
we add a 3 × 1 photonic lantern mode MUX/DEMUX of a ∼2.5-
dB insertion loss. The insertion loss of the mode MUX/DEMUX
can be compensated using the EDFA1 and/or EDFA2. The TMF
here supports propagating the LP01 mode and the two degen-
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Fig. 4. Experimental setup of the OTDR-based DAS designed
using a TMF and a photonic lantern.

erate LP11a and LP11b modes. At a ∼2-m separation from the
input port of the TMF, we again wind a 2-m section of the TMF
around a PZT cylinder.
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information (b), and power spectrum of the PZT’s vibration
event (c) measured when collecting the Rayleigh signal associ-
ated with the LP01 mode, in the TMF-based DAS.

As a representative example, we always inject the optical
pulses into the TMF through the photonic lantern’s LP01 input
port [Fig. 4]. We initially record the Rayleigh traces through the
third port of Cir.1. These traces are associated with the backscat-
tered Rayleigh light as LP01 mode. As expected, the LP01 mode’s
consecutive Rayleigh traces suffer from the dead-zone at the start
of the TMF [Fig. 5(a)]. The corresponding differential signals of
these Rayleigh traces, around the PZT position, are shown in Fig.
5(b) where the PZT’s vibration information is missing because of
the dead-zone. The power spectrum of the PZT’s vibration event
confirms the inability to sense the 5-kHz vibration frequency
[Fig. 5(c)]. This experimental configuration resembles that of
Fig. 2; consequently, the dead-zone problem still exists.

Keeping injecting the optical pulses through the LP01 port,
we next collect the Rayleigh traces from the photonic lantern’s
LP11a/LP11b port. Since the LP11a and LP11b mode behave sim-
ilarly, we present here only the results of the LP11a mode. Fig.
6(a) shows 10 consecutive Rayleigh traces backscattered as LP11a
mode. Clearly, the dead-zone disappears and the recorded
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Rayleigh traces do not saturate the PD along the entire TMF.
Applying the normalized differential method, the vibration po-
sition information of the PZT is well-identified using the LP11a’s
Rayleigh signal, as shown in Fig. 6(b). Calculating Fourier
transform of the temporal Rayleigh signal at the vibration loca-
tion, Fig. 6(c) shows the power spectrum of the PZT’s vibration
event. The 5-kHz vibration of the PZT is perfectly sensed when
recording the Rayleigh signal from the LP11a port of the pho-
tonic lantern. For further clarification, Fig. 6(d) presents the
temporal evolution of the normalized differential signal which
obviously contrasts the PZT’s vibration with the background
noise. The results of Fig. 6 validate our approach of cancelling
the dead-zone originated from the fiber front facet reflection,
using a TMF-based OTDR. In principle, the reported approach
would efficiently work using other types of FMFs [Fig. 1].

To overcome the distal end’s dead-zone of OTDR system, one
can simply splice a fiber optic isolator with the output port of the
sensing optical fiber. In this work, we focus only on bypassing
the fiber front facet’s Fresnel reflection which is challenging to
cancel and it generates the longest dead-zone along the FUT.

It is worth mentioning that, in the reported system, relatively
expensive components such as the mode MUX/DEMUX are
used. It is common in critical sensing applications that the mea-
surand to be more important than the system’s cost. The added
cost in our system should be acceptable, given the advantage
of accessing the sensing information within the dead-zone. As
expected for most emerging technologies, the cost of the FMF
and mode MUX/DEMUX would become more affordable when
the market volume increases. Besides, the high insertion loss

of the mode MUX/DEMUX is another challenge in our system;
however, this loss can be compensated with the EDFA1/EDFA2.

In conclusion, we utilize a TMF and a mode MUX/DEMUX
to overcome the OTDR’s dead-zone formed by the Fresnel re-
flection of the fiber’s front facet. The optical pulses of the OTDR
are injected into the TMF using a spatial mode, while the other
modes offer the sensing information along the TMF. Using this
approach, a 5-kHz vibration event created by a PZT cylinder is
sensed within the dead-zone. This is achieved via using the LP01
mode for launching the pulses while collecting the Rayleigh
signals of the LP11a/LP11b for the sensing purpose. Consider-
ing the expansion of using FMFs for OTDR-based sensors, the
reported design would find many potential applications.
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